Qualitative Analysis Report

Data Filename  TOX21_400006_TMS 1.D Sample Name NCGC Tox21_400006 from A24 SP109728
Position 24 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

«10 6 |+ TIC Scan TOX21_400006_TMS 1.D
I 21.050 1
1.4
1.2

14
0.8
0.6
0.4
0.2-

O,

15.488

11.797
8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 6 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
1 21.045
0.8
0.6
041 15.485
0.2
L f\ .
0,
8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
MW Confirmed, Purity>90%
PubChem 5
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http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144213967

Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.378-7.436 min, 11 Scans) TOX21_400006_TMS 1.D Subtract

3.5 147.0
3,
25
2
1.5
1,
0.5

73.0

45.0 66.0 |78.0 103.0 191.1
: . 0 920 :
17.0 29|0 || | Lol Ll | 114.9 1:.3?.0 | 170.0 |
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 2 |+ Scan (7.436-7.470 min, 7 Scans) TOX21_400006_TMS 1.D Subtract
63.0

4] 78.0

32.9 450
169.9
56.9
90.9 103.0 1470

20.0 ‘ | ‘II N | 120.0
0 | \ ‘Ilu. L .y ..‘ll PR || P L | L | 1 |‘ | J | | |
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4 |+ Scan (7.482-7.586 min, 19 Scans) TOX21_400006_TMS 1.D Subtract

3.5 126.0
3
2.5
2]

| 69.0
1.5 28.0 173.0
Ly 45.0 61.0 ’
0.5 28.0 | 56.0

150‘ ||I‘ L ‘ |||.‘I

0

Lol ‘ 85.9 97|-O ] j14.0 | 139.0 15.8-0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

Agilent Technologies Page 2 of 4 Printed at: 12:31 PM on: 5/14/2014



Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3
1.4

1.2

1,
0.8
0.6
0.4
0.2

+ Scan (7.754-7.823 min, 13 Scans) TOX21_400006_TMS 1.D Subtract
75.0

129.0

105.0
45.0

64.9

120.0

0

17.0 27.0

Lol i) .|‘| |

91.0 | L

1571

143.0
. | |

20 30 40

50

70 80 90 100 110 120 130
Counts vs. Mass-to-Charge (m/z)

60

140 150 160 170

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4
3]
2.5
2
1.5
14
0.5

+ Scan (7.939-8.049 min, 20 Scans) TOX21_400006_TMS 1.D Subtract

61.0

149.0

45.0 100.0

0

| | 120.0 169.0

100 120 140 160
Counts vs. Mass-to-Charge (m/z)

! \‘u A T
180

198.0 216.0
200 220

240

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (8.581-8.656 min, 14 Scans) TOX21_400006_TMS 1.D Subtract
14 75.0
0.8
0.6 127.0
170.1
0.4 155.1
45.0

0.2 142.0

27"0 m55-0 104.9 |
o3 SR 1P I T A N N M N | | | | | |

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (11.775-11.827 min, 10 Scans) TOX21_400006_TMS 1.D Subtract

1.751
1.5 1
1.251
‘I,
0.75
0.5
0.25

20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 4 |+ Scan (15.461-15.536 min, 14 Scans) TOX21_400006_TMS 1.D Subtract
6 202.1

172.0

14
200 450 630 77.0 ‘10‘1'0 12?'0 142.0 4560 186.0 216.1

\ !
20 30 40 50 60 70 80 90 100 110

120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x104 |+ Scan (21.015-21.102 min, 16 Scans) TOX21_400006_TMS 1.D Subtract
313.3
6 75.0

3 431 103.0

2,
11 291 ‘ LL |
0 A .‘|.I| | | ull

,,,,‘,|,||,L|, |, 1291 1571 1851 2132 2412 2712 297.3 |

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400006_TMS 2.D Sample Name NCGC Tox21_400006 from H10 SP109728
Position -78 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400006_TMS 2.D

1.44 21.053 1
1.2
1,
0.81
0.6
0.4 15.492
0.2 ‘ l
o 9.344 11.804 \

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.048

8

6,

4 15.488

27 l

i I
0,

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.383-7.430 min, 9 Scans) TOX21_400006_TMS 2.D Subtract
4 147.0
3,
2] 73.0
14 103.0
45.0 66.0 |78.0 1911
o 311 | 1L L] 87 1150 1330

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

<10 4 |+ Scan (7.493-7.569 min, 14 Scans) TOX21_400006_TMS 2.D Subtract
3.51 126.0
3,
2.5
2
1.5 69.0

1’ 450 10 | 789
0.5 28.0

97.0

0 ‘ 'l"' ‘ ||||' I'F|" ‘ ‘85'9 L '1‘14'0‘ | 138{9 ‘15?-0 ‘ ‘ ‘

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

173.0

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.759-7.835 min, 14 Scans) TOX21_400006_TMS 2.D Subtract
1.2 75.0

14
0.8
0.6
0.4
0.2 45.0
L 180 20 fsor ), |y, oo | 10 | w43 |

20 30 40 50 60 70 8 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

129.0 157.1

105.0

Agilent Technologies Page 2 of 4 Printed at: 12:32 PM on: 5/14/2014



Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

410 4 |+ Scan (7.939-8.060 min, 22 Scans) TOX21_400006_TMS 2.D Subtract
5] 61.0
151
‘],
73.0
0.51
45.0 100.0 1490
0 27|0 1 ||||I 11 II |||I|| | | 131-9 16|90 198.0 2160
20 40 60 80 100 120 140 160 180 200 220 240

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x103 |+ Scan (8.587-8.674 min, 16 Scans) TOX21_400006_TMS 2.D Subtract

75.0
0.8

0.6

1270 165.1
0.4

45.0
0.2 59.0 142.0

31.0 85.0
0 ‘ ] .‘| in l‘ljlll A " | ||.||= TR |1||, ] 99"0 11‘1'0 111 ] |l |

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (9.310-9.437 min, 23 Scans) TOX21_400006_TMS 2.D Subtract
11 73.0

0.8
105.0
0.6

0.4 163.0
021 44.9
119.1 135.0

15.0 280 59.0 879 7.4

‘ ‘ 150.0
0 ‘ L m“um 1N i L1, L ‘ A ‘

L ‘ | ‘ ‘ L
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3|t Scan (11.769-11.844 min, 14 Scans) TOX21_400006_TMS 2.D Subtract
1.2 61.0
1,
0.8
0.6
0.4+
0.2 42.0
o170 %0y |88 879 _ %90
20 40 60 80 100 120 140 160 180 200 220

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 4 |+ Scan (15.466-15.536 min, 13 Scans) TOX21_400006_TMS 2.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 4 |+ Scan (21.021-21.113 min, 17 Scans) TOX21_400006_TMS 2.D Subtract

313.3
75.0

3 43.1 103.0

14 29.1‘ m ‘
0 J L, “‘ I

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

m“\“\“”\‘ |, 1290 1571 199.1 2412 2711 2973 ||

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400006_TMS 3.D Sample Name

Position 54 Instrument Name 5975C_MR

User Name Long Acq Method

User Chromatograms

NCGC Tox21_400006 from C06 SP109738

C1_28-0_2_520_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400006_TMS 3.D

0.4+ 492

0+ AN

8 9 10 11 12 13 14 15 16

17 18 19 20 21

Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 6 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
14 21.043
0.8
0.6
041 15.486
0.2
) 13.558 L
0,

8 9 10 11 12 13 14 15 16

17 18 19 20 21

22 23 24 25 26 27

Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x10 3 + Scan (7.262-7.343 min, 15 Scans) TOX21_400006_TMS 3.D Subtract
1.2 79.0
14
0-81 63.0 94.0
0.6
0.4 45.0
0.2+
28.0 | 119.9 147.1
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 3

73.1

45.0 590
169 290 1 | L || ] 1l 879

L

+ Scan (7.389-7.441 min, 10 Scans) TOX21_400006_TMS 3.D Subtract

103.1

147.1

191.1

115.0 1??-0

20 30 40 50 60 70 80 90

100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (7.459-7.482 min, 5 Scans) TOX21_400006_TMS 3.D Subtract

44 28.0 45.0 63.0

3 120.0

77.0
2 170.0
143.0
11 16.9 999
el o] haalll
ol Ul L a0l L l, ! L1

20 30 40 50 60 70 80 90 100

110 120 130 140 150 160 170 180 190 200

Counts vs. Mass-to-Charge (m/z)

Agilent Technologies

Page 2 of 5 Printed at: 12:31 PM on: 5/14/2014



Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2

1.5
1.251
1,
0.75
0.5
0.25

0

+ Scan (7.482-7.516 min, 7 Scans) TOX21_400006_TMS 3.D Subtract

47.0

25.9

17.1

66.0

57.9 92.0

79.0

102.9

119.9

130.8
|

142.9

169.9

187.9

20 30 40 50 60 70 8

Counts vs. Mass-to-Charge (m/z)

0 90 100 110 120 130 140 150 160 170 180 190 200

Spectrum Source
Peak (5) in "+ TIC Scan"

x104 |+ Scan (7.522-7.603 min, 15 Scans) TOX21_400006_TMS 3.D Subtract
1 126.0
3,
251
2,
1.5 69.0
78.0 173.1
L 450 61.0
0.5 28.0 56.0 97.0
o181 Th L0 859 ~" 1140 || 1390 1580 187.9
" 20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

410 4 |+ Scan (7.950-8.060 min, 20 Scans) TOX21_400006_TMS 3.D Subtract
- 61.0
2,
151
1,
73.1
0.5 50 100.1 149.1
o 270 77| || 1200 | 1691 198.0 216.1
20 40 60 80 100 120 140 160 180 200 220 240

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (8.587-8.656 min, 13 Scans) TOX21_400006_TMS 3.D Subtract

1.4
1.2

14
0.8+
0.6
0.4
0.2+
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

9

Spectrum Source
Peak (8) in "+ TIC Scan"

x102 |+ Scan (9.322-9.362 min, 8 Scans) TOX21_400006_TMS 3.D Subtract
73.0

4 105.1

2] 280 450 163.1
58.0

119.1
91.0 [ 13‘5-0 1472 170.0 1881
. n | o |

‘18"0 \U\u ‘ ] ‘HH‘ M‘“\“\ o ‘ ‘M ‘ ‘ ‘

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

0+

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 2 |+ Scan (9.362-9.420 min, 11 Scans) TOX21_400006_TMS 3.D Subtract
5

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x10 4 + Scan (15.466-15.536 min, 13 Scans) TOX21_400006_TMS 3.D Subtract
5 202.1
4,
3,
2 172.1
" 101.0 128.1
15.0 200 450 131 L 1420 4561 | 1861 . 216.1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (11) in "+ TIC Scan"

x10 4 |+ Scan (21.015-21.108 min, 17 Scans) TOX21_400006_TMS 3.D Subtract

313.4
75.0

43.1 103.1

29.1

..‘.I.|I.‘..|. |, 1291 1571 199.2 227.3 2552 297.3

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 32
Counts vs. Mass-to-Charge (m/z)

1=

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400006_TMS 4.D Sample Name NCGC Tox21_400006 from C06 SP109778
Position 54 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

10 6 |+ TIC Scan TOX21_400006_TMS 4.D

0.8
0.6
0.4+

0.2+

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
7 21.419

15.829

RN 9660  12.099 13.792

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.655-7.702 min, 9 Scans) TOX21_400006_TMS 4.D Subtract

170.0
1] 77.0 120.0

0.8+
0.6
0.4

102.9 143.0
0.2 43.0 55.9 ‘ H
| ni

28.0
el W | I 192.0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)

92.0 | ‘l

1l Ll
T

Spectrum Source
Peak (2) in "+ TIC Scan"

x104 |+ Scan (7.713-7.812 min, 18 Scans) TOX21_400006_TMS 4.D Subtract
5. 126.0
4,
31 69.0
2] 78.0 173.0
45.0 61.0
‘I,
28.0 ‘ 56.0| 97.0 147.0
0 ‘15'0 D |||| Lln A | | 114.0 | | 191.1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (8.002-8.095 min, 17 Scans) TOX21_400006_TMS 4.D Subtract
15. 126.0
J 69.0
1.25 141.0
14
0.75- 78.0
0.5
28.0 113.9
0.25 13b 43.9 260 96.9 154.9 187.9
0 " ™ i [y Illll.‘ Ll I.‘| II]: 1 ‘l Al L | ‘ ‘ L ‘ 2290
20 40 60 80 100 120 140 160 180 200 220

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |+ Scan (8.095-8.182 min, 16 Scans) TOX21_400006_TMS 4.D Subtract
4 75.0
3 157.1
129.0
24
1 28.0 59.0
| 45.0 g50  101.1 116.0 147.0 170.0

04 169 |I‘. I L“;. |||||5|| |||||‘I|.||| L | 1y ||‘. l - A ‘ | | A ‘JI |I.‘ L J l ‘ s |

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (8.263-8.379 min, 21 Scans) TOX21_400006_TMS 4.D Subtract

51 61.0

73.0

11 45.0 100.0 149.0

0 ol T | | 120.0 169'0

20 40 60 80 100 120 140 160
Counts vs. Mass-to-Charge (m/z)

180

198.0 216.0

200 220 240

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (8.911-8.980 min, 13 Scans) TOX21_400006_TMS 4.D Subtract

1.2+ 75.0
14
0.8

0.6 127.0

0.4 44.9

0.2+

99.0 119.9

142.0

155.1  170.1

29.0 | ‘ 55.0 84.9
LI

ol . | A I 1
20 30 40 50 60 70 80 90
Counts vs. Mass-to-Charge (m/z)

100 110 120 130 140 150 160 170 180
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3
1.2

14
0.8+
0.6
0.4
0.2+
0

+ Scan (9.605-9.663 min, 11 Scans) TOX21_400006_TMS 4.D Subtract

28.0

44.9

73.0

103.0

162.9

120.0
59.0 135.0
I “ 88.0 ‘ | 1480 170.0 1879
Ul 1 1 L Lildy T 11 1

20

30

40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 3
1.4

1.2-

1,
0.8
0.6
0.4
0.2

+ Scan (9.663-9.704 min, 8 Scans) TOX21_400006_TMS 4.D Subtract

20 30 40

50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 3

+ Scan (12.070-12.151 min, 15 Scans) TOX21_400006_TMS 4.D Subtract

42.0

61.0

185.0

“68‘-9 87.9 116.0 146.9

20

27.0 l “‘ i

40

60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x10 3 |+ Scan (12.672-12.753 min, 15 Scans) TOX21_400006_TMS 4.D Subtract
1.4
1.2
1,
0.81 62.0

104.0

0.6

0.41 429 68.9 88.9

0.21 74.9
0 L ...||. |.|. 126.0 148.0 169.8

1
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)

34.9 ||
| M

Spectrum Source
Peak (11) in "+ TIC Scan"

x10 4 |+ Scan (15.802-15.866 min, 12 Scans) TOX21_400006_TMS 4.D Subtract
| 202.1

3 172.0

A L P | L I 1
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

290 450 630 77.0 fotro 128.0.142.0 156 ¢ 186.0 || 2161

Spectrum Source
Peak (12) in "+ TIC Scan"

x10 4 |+ Scan (21.391-21.466 min, 14 Scans) TOX21_400006_TMS 4.D Subtract

75.0 313.3

21 43.1 103.0
14
29.0
0 | |‘I|II | II‘I|I|| l‘llll ||I 1|2Igo 171-0 1991 2272 255.1 297-2 I
40 60 80

20 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400006_TMS 5.D Sample Name NCGC Tox21_400006 from P20 SP109798
Position 380 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_520_mt384_sndv.M

User Chromatograms

«10 5 |+ TIC Scan TOX21_400006_TMS 5.D
21.418 1

34 15.829

rJLL
0 L

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
g 21.412

31 15.824

14 13.789
ol s 2

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.609-7.702 min, 17 Scans) TOX21_400006_TMS 5.D Subtract
1 75: 54.0
1.5
1.25+
‘I,
0.75 290 0 92.0
0.5
0.25 ‘ 77.0 120.0 170.0
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4 + Scan (7.708-7.771 min, 12 Scans) TOX21_400006_TMS 5.D Subtract
1.2 126.0
14
0.81
69.0
0.6 78.0
173.0
041 45.0  61.0
0.21 28.0 56.0 5
: 7.0
0 15.0 .|| |||I [l | 85.9 | ] 114.0 | 15.8'0
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (8.246-8.367 min, 22 Scans) TOX21_400006_TMS 5.D Subtract
61.0

21 73.0
27.0 L |.||| i .||..| 86.0 | | 120.0 169.0 198.0
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4 |+ Scan (15.796-15.860 min, 12 Scans) TOX21_400006_TMS 5.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (21.386-21.461 min, 14 Scans) TOX21_400006_TMS 5.D Subtract

- 75.0 313.3

3
2.5
2
1.5 43.1 103.0

14
0.5 29.0
0 9‘ “MM m h‘\“uﬂ \‘\‘\“ \‘\‘\ “\ 1290 1571 1991 227.2 255.2 297.3 |

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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